Abstract. Today, in the period of one year, in Brazil and throughout world, hundreds of thousands of surgical implants, both permanent and temporary, are carried out with a high cost for the patients, especially those of SUS -Sistema Único de Saúde. In addition, the SUS costs for treatment of infections that appear as a result of introduction of an implant into the human body create expenses about three times greater than the use of implants coated with biomaterials. Hydroxyapatite (HA) constitutes the base of one important group of biomaterials with excellent implant characteristics. Hydroxyapatite has been extensively studied, but the adherence relationship at the coating/substrate interface is not yet well understood. The coatings in this study were produced using substrates of AISI 316L stainless steel shaped as external fixation pins, with HA applied by a high energy plasma spray gun (HEP). The coating thicknesses were between 15µm and 98µm. The mechanical evaluation of coating adhesion was conducted by scratch testing with progressive loads. Results show an increase of failure load with an increase in thickness. The clinical evaluation was carried out in the Trauma and Orthopedics Sector of the Baleia Hospital, and shows a significant decrease in inflammatory response in the human body.
Introduction
Biomaterials are a class of materials used in the medical treatment of the human body with the function of maintaining compatibility with human bone, organs and tissue. These materials have been in use for orthopedic purposes for many years. Additional applications include reconstructive surgery, heart valve parts, wire leads, aneurysm clips and dental uses. The ceramic materials represent a significant class of biomaterials, based on a biocompatibility with the human body. Biocompatibility means having a good interaction with living tissue, and can be divided in three types: bioinert, bioactive and biodegradable. Hydroxyapatite (HA), Ca 10 (PO 4 ) 6 (OH) 2 , is a bioactive material with some kinds of human tissues: bone, cartilage and muscles. Another hydroxyapatite characteristic is as an osteoconductive, which means that the material has bioactive properties that promote rapid bone formation and strong biological fixation to bony tissue in short time periods. Hydroxyapatite is a synthetic compound similar to bone and tooth structures, and was therefore some of the first material investigated to produce coatings on metallic implants.
HA coatings have been in use for approximately 80 years to promote interaction between implants and bone. Many different application methods and different thicknesses produce coatings with different structures, adherence, and density. Depending upon substrate coating temperature, different coating phases may be produced. High energy plasma (HEP) is a thermal spray process considered to be the most versatile and efficient to produce HA coatings [1] . The mechanical properties of thermal spray coatings are dependent on pore and microcrack content, particle size, and the percentage and distribution of the phases that are present. HA coatings are the most promising material to be used in orthopedic and dental implants due to a very good biocompatibility and mechanical performance when used together with metallic substrates. The excellent bone connection to HA coatings, allied with good substrate mechanical properties, gives the implants sufficient strength for excellent performance in cases that require high structural strength to support high loads and/or applications needing rapid implant bioadhesion [1] .
External fixation pins are widely used to stabilize bone fractures. However, when these implants are not coated with HA, the rejection rates are considerably higher than with a coated implant [2] . Some studies show that the extraction force is very much higher in HA coated implants [1] , indicating that there exists a very strong interaction between bone and implant. This strong interaction happens because HA coatings act like an anti-corrosion barrier, inhibiting, and in some cases completely stopping the migration of metallic ions liberated from the substrate. The HA coating interacts with the physiological environment, and as calcium ion liberation occurs, the HA promotes an osteointegration process, fixing the implant with the surrounding tissue.
Hydroxyapatite is a ceramic material, and to better understand its mechanical properties when used in real medical applications, fracture mechanics must be utilized. The scratch test helps us to better understand the interface of the HA coating and the AISI 316L substrate. This study involves evaluation of adherence and wear resistance to better understand and rationalize the HA coating behavior, since as a ceramic material these properties are not well understood [3] .
The scratch test is a technique developed some 50 years ago, and has been subsequently improved. It has been used to evaluate the adhesion of thin film coatings, especially 1 to 4 micron PVD and CVD films. The scratch test is now widely used to give qualitative information about the adhesion of thin films to substrates [4] . In this test, a diamond stylus is drawn across the HA coating surface under an increasing normal load until the coating becomes detached or fractured at some critical load "L". However, the relationship between this critical load and the adhesive strength of the interface between the substrate and coating is as yet unclear, and the adhesion is usually expressed in terms of the critical load "L". This test is relatively simple, has a low cost, and does not require any special sample preparation. These factors have provided the incentive for studies to evaluate the possibility of using the scratch test in the evaluation of thick ceramic and polymeric coatings produced by thermal spray process [5, 6 and 7] .
Materials and Methodology.
The surface to be coated was prepared with a 350µm Al 2 O 3 abrasive jet ( Figure. 1b) followed by chemical and ultrasonic cleaning. HA coating was produced by high energy atmospheric plasma spray (Table 1) , and the HA powder was Osteosynt ® . The external fixation pins were AISI 316L stainless steel produced by EINCO Biomaterials ® with 200mm length, and diameters of 3.5 mm, 5.0 mm and 6.0 mm. The external fixation pins were coated with HA whose thickness varied between 15µm to 98µm. Scratch test data allied to optical microscopy and EDS analyses were the tools utilized to evaluate HA coating adherence in this work. The coating adherence was evaluated using the CSM REVETEST ® equipment using a progressive load; test parameters are shown in Table 2 . The clinical evaluation was the responsibility of EINCO Biomaterials Ltda. which delegated this task to a doctor of traumatic orthopedics and Mr. Wagner Nogueira da Silva responsible for the traumatic and orthopedics section in the Baleia Hospital. The HA coated fixation pins can be seen in figure 1c . In a four year period 184 fixation pins were implanted, 92 without coatings and 92 with HA coatings. The pins with 3.5mm diameter were used in children's femur and tibia and adult's humerus. The pins with 5.0mm diameter were used in adult's tibia. The pins with 6.0mm diameter were used in adult's femurs. These corrective surgeries were carried out at the Baleia hospital in cooperation with SUS (Sistema Único de Saúde).
The bone fragment fixations were made using one uncoated pin and one HA coated pin in the same segment, applying the same surgical technique and utilizing the same surgeon. The presence or absence of infection, and the manual extraction force were the parameters used in the clinical evaluation of HA coatings. The manual extraction force was measured using a Gedores ® 4Nm torque meter.
Results and Discussion
The clinical evaluation observed that three HA coated fixation pins produced infections, while 28 uncoated fixation pins produced infections. The surgeon observed that the manual extraction force was easier in uncoated fixation pins. The use of the torque meter checked this observation, and the manual extraction force was approximately 10 times higher in HA coated pins.
A histological analysis shows evidence that new bone formation was more intense at the HA coated pin/bone interface. No coating failures in either the fixation or the extraction of HA coated pins were observed.
Figure 1 -(a) Fixation pin tips with 50mm length and showing several thread types. (b) Fixation pin tips with roughened surface. (c) Fixation pin tips with plasma sprayed HA coating.
The scratch test results show that the critical load for failure increases as the coating thickness increases. We attempted to use heat treatment after coating, but the pins´ appearance shows that this is not possible with this substrate material. AISI 316 L stainless steels are severely affected by post-coating heat treatment for 15 min. at 700ºC. Comparing planar sample results, we note that critical loads are approximately 80N, [8, 9] , which is very close to our results of 75N.
The graph 1 below shows the REVETES ® data acquisition, monitoring normal load vs. tangential load during scratch testing of HA coated fixation pins with 83µm coating thickness. Figure 2 shows a correlation between the acquired data and the observed failures. There is no apparent indication of coating failure in the graphical data, although coating failure is obvious in the photograph of figure 2 . It was observed that coating adhesion failure happens outside of the scratch where the HA coating was under compressive loading by the indenter.
The white area observed at the left side of figure 2 , just where the scratch test begins, is a result of a Hertzian process which happens ahead of the indenter as it begins to move. This observation tends to reinforce what we postulated in other publications (Alves 2004) [8] [9] ; when the indenter moves during the test, it creates a tension field at the coating/substrate interface generating an adhesive failure which is clear in our case because the samples are cylindrical. In planar samples cracking occurs, but coating delamination does not occur because of the constraining effect of the surrounding coating [8, 9] . Others studies [10] proposed that data from tangential force measurements do not contribute anything to elucidate the test results. They suggest that data from acoustic emissions are more useful, but in this work, in spite of changing all REVETEST ® parameters, the acoustic emissions data go completely off scale at the start of the test. The EDS analyses shown in figure 3 are at the beginning of the failed region in the scratch test. We observe there is no damaged coating in the middle of the test region as in figure 2 . The damaged coating was removed by vibrations during EDS preparation, as the sample needs to be cut for MEV observation. This demonstrates that the damaged coating has indeed lost adhesion under the indenter.
Graph 1 -shows an example of REVETEST
® data from fixation pin with coating thickness 83µm and 4,5mm pin diameter. 
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Bioceramics 21 Figure 3c shows Fe results by EDS analysis in the white, triangular region. Figures 3b and  3d respectively, show EDS results for calcium and phosphorous, proving that the white region in figure 3a is the HA coating. Graph 2 shows the critical load versus coating thickness from the scratch test results. Note the increase of critical load as coating thickness increases in all situations except two specific diameters that had a post coating thermal treatment. This post coating thermal treatment was abandoned because of negative effects on the AISI 316 L substrates, and is shown for comparison only. Measuring adherence in thick coatings using a scratch test is unusual because adherence is basically defined as the state when two surfaces are held together by interfacial forces such as Van der Walls force, interlocking, and chemical affinities. 
Graph2 -Scratch test results showing normal load versus thickness
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When the tribological mechanisms in a thick coating are analyzed, we must consider the fact that in this situation the coating stiffness is sufficiently high that deformation of the underlying substrate is not sufficient to cause coating cracking or delamination at low loads. These effects occur at higher loads with thicker coatings, where substrate deformation becomes an important factor [11] . The stress field under the indenter thus does not significantly affect the coating/substrate interface at low loads. In this work, we are using the practical adherence [12] , and to explain the increase in critical load with thickness we have defined these coatings as "n" layers, and consequently to cause the coating failure we need to cross all of these layers. In this way, when we observe the indenter move parallel to the interface it causes "n" cohesive failures in the coating, but at the same time the indenter compresses the material underneath it. When the stress field induced by the indenter arrives at the substrate interface, it produces a shear stress at this interface, as we can see in figure 2 , provoking adhesive coating failures that in some cases, such as planar samples, cannot be observed on the surface coating [8, 13] 
Conclusions
Scratch testing can be used to evaluate adherence in thick thermal spray coatings, although care must be taken in the choice and adjustment of the test parameters. In our case a load velocity (Vz) equal to 60N/min. and a sample velocity of 6mm/min. provide a condition where a nominal 10N normal load is applied for each 1mm of sample dislocation. In our experiments the samples were cylindrical, so a form of residual tension takes place to help adhesive failure occur.
The clinical evaluation shows, as was expected, a very good HA thermal spray coating biocompatibility with human tissue such as bone and muscle. An inflammatory reaction occurred in only 3% of HA coated fixation pins. 30% of non-coated fixation pins produced an inflammatory reaction. A manual extractive force 10 times greater in HA coating pins shortly after surgery indicates that there is better integration between bone and HA coating than is the case with noncoated pins. This improves positive outcomes for patients because the integration between bone and HA coating gives more fracture stability without compromising posterior extraction.
